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1571 ABSTRACT 
A probe for measuring circumferential pressures inside 
a body cavity. In the preferred embodiment, a urody- 
namic pressure measurement probe for evaluating 
human urinary sphincter function is disclosed. Along 
the length of the probe are disposed a multiplicity of 
deformable wall sensors (15) which typically comprise 
support tube sections (55) with flexible side wall areas 
(57, 16). These are arranged along the length of the 
probe in two areas, one just proximal to the tip (13) for 
the sensing of fluid pressure inside the bladder, and five 
in a sensing section (14) which is positioned within the 
urethra at the point at which the urinary sphincter con- 
stricts to control the flow of urine. The remainder of the 
length of the probe comprises multiple rigid support 
tube sections (10) interspersed with flexible support 
tube sections in the form of bellows (58) to provide 
flexibility. 
5 Claims, 2 Drawing Sheets 
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accurately reproducible for serial measurements of 
CIRCUMFERENTIAL PRESSURE PROBE pressures in differing locations. 
All of the foregoing functions must be performed by 
ORIGIN OF THE INVENTION a urodynamic pressure measurement probe that is small 
The invention described herein was jointly made by enough to fit within a normal urethra without Causing 
employees of the United States Government and by an undue distension of the surrounding tissue, is protected 
employee of the Medical College of Virginia, Virginia from corrosive and electrically conductive urine, and is 
Co-onwealth University. It may be manufactured or rugged, easily sterilized and electronically stable. If it is 
used by or for the Government for governmental pur- to0 large or irregularly shaped the device will produce 
poses without payment of any royalties thereon or lo false pressure readings as well as inducing discomfort in 
therefor. the patient being tested. If it generates discomfort, its 
efficacy will be limited due to failure of the patient to 
TECHNICAL cooperate when required to bear down, cough or more. 
This invention relates to the measurement of pres- Therefore, an object of the present invention is to 
sures inside body cavities and more particularly to a l5 provide a sensor for the measurement of circumferential 
probe which is able to respond to pressures on it around pressures inside body cavities, thereby removing the 
its entire periphery and at multiple points along its measurement errors introduced by sensors which only 
length. measure pressure at a discrete point or aperture. 
OF THE INVENTION 
- 
A further object of the present invention is to provide 
2o a urodynamic pressure measuring probe in the form of a 
thin catheter with multiple circumferential pressure 
sensors along its length, thereby allowing a pressure 
profile to be obtained without moving the catheter. 
A further object ofthe present invention is to provide 
a urodynamic pressure measuring probe which is corn- 
pact, lightweight and durable so that it may be con- 
nected to a telemetry system for monitoring patients 
BACKGROUND OF THE INVENTION 
Medical practice often requires the measurement of 
subtle pressure changes inside the body, and many dif- 
ferent means have been devised to determine these Val- 
ues. Particular interest has been devoted to the determi- 25 
nation of pressures inside such structures as the urethra 
and the coronary arteries. 
When fluid filed catheters are used to convey Pres- 
sure to sensors located outside the body, a variety of 
errors result from extraneous parameters such as air 
temperature, catheter length, atmospheric pressure, and 
patient position. The recent development of miniatur- 
ized strain gauged elements, where the entire sensor can 
be inserted into the body cavity, has helped to control 
some of these variables. However, since most sensors 
rely on a single instrumented surface, they are pecu- 
liarly sensitive to rotational effects which cause the 
reported pressure to vary widely from the true circum- 
ferential pressure due to localized blocking of all or a 
part of the element. Brooks describes a method of mea- 
suring circumferential pressure in U.S. Pat. No. 
4,711,249, but the substantial blocking of the lumen of 
the supporting tube by the transverse location of the 
sensing elements limits its effectiveness in certain appli- 
cations. 
A particular area of interest for measurement of cir- 
cumferential pressures is in the evaluation of the human 
urinary sphincter and the quantification of its effective- 
ness in controlling the flow or urine. In evaluating the 
urinary sphincter, a series of pressure measurements 
must be taken along the length of the urethra where it is 
surrounded by the sphincter muscle. At the same time, 
the fluid pressure inside the bladder must be measured 
so that the ability of the sphincter to close the urethra to 
the passage of the urine can be determined. Prior tech- 
nology for obtaining a urethral pressure profile involves 
the insertion of a catheter incorporating two pressure 
sensors, the first sensor measuring bladder pressure and 
the second measuring Dressure at a fixed location rela- 
during normal activities. 
30 BRIEF SUMMARY OF THE INVENTION 
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tive to the fust. The-piofde is obtained by moving the 60 
catheter at a controlled rate and recording the pres- 
sures. 
The accuracy of the profile is facilitated by the ability 
to withdraw urine from the bladder or introduce fluid 
into it so as to control bladder distension during a series 65 
of tests. Additionally, the ability to make all measure- 
ments simultaneously is highly desirable, since transient 
events such as coupling or muscular exertion are not 
According to the invention, the foregoing and addi- 
tional objects are attained by a probe with one or more 
deformable wall sensors along its length which can be 
inserted into the area under investigation and which 
will return an electrical signal proportional to the pres- 
sure on the external surface of the probe. 
Deformable wall sensors comprise moveable wall 
sections of the supporting probe tube and a means to 
modulate a signal as the wall of the probe moves under 
the influence of an external pressure. 
In the preferred embodiment, the generalized form of 
the invention is realized as follows: 
A urodynamic pressure measurement probe with an 
outside diameter small enough to be placed in a human 
urethra is instrumented with a series of deformable wall 
sensors along its length. These sensors are placed so as 
to be within the urinary sphincter when the probe is in 
place, and they are sensitive to the range of pressures 
exerted by the sphincter. 
The deformation of the walls of each sensor is deter- 
mined by the modification of an excitation signal as it 
passes through four strain gauges arranged in a four-ele- 
ment resistance bridge configuration. 
An additional sensor is placed at the tip of the probe 
to sense the fluid pressure of the urine in the bladder, 
and an internal tube passes down the length of the probe 
to allow the probe to also function as a catheter for the 
introduction of substances into the bladder or extraction 
of urine from the bladder. 
The probe has a means for connecting the sensors to 
control and recording circuits. The probe also has a 
second inner tube forming a lumen for the introduction 
or extraction of fluids from the bladder. 
Overall bending of the probe is provided by multiple 
short flexible support tube sections placed along the 
length of the probe. 
4,873,990 
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The entire probe is covered with a thin elastic sheath 
which protects the sensors from contamination and 
provides an easily sterilizable and non-irritating surface. 
nal slot (24) connecting the transverse slots on that two 
flexible wall areas (56, 16) are separated from the sup- 
port tube on three sides, remaining affixed only on a 
single side along the bottom segment (57). The thick- 
5 ness of the flexible wall area must be reduced uniformly 
until the dimension marked as C in FIG. 4 is thin 
enough to allow flexing under the pressures expected in 
the cavity being measured. For the human urinary 
sphincter and bladder pressure measurements, a flexible 
10 wall thickness (dimension C in FIG. 4) of approxi- 
DESCRIPT1oN OF THE 
FIG. 1 is a side view of the preferred embodiment of 
the urodynamic pressure measurement probe. 
FIG. 2 is a side view of a typical deformable wall 
sensor section of a support tube as used in the urody- 
namic uressure measurement probe shown in FIG. 1. 
FIG: 3 is a top view of a- typical deformable wall 
sensor section of a support tube as used in the urody- 
namic pressure measurement probe shown in FIG. 1. 
FIG. 4 is a sectional view of a typical deformable 
wall sensor section of a support tube taken along line 
FIG. 5 is an internal layout plan of a typical deform- 
able wall sensor showing positioning for strain gauges. 
View is a two-dimensional plan of the interior surface 
after sectioning along lines A and A' of FIG. 3. 
FIG. 6 is a schematic of the connections necessary for 
the urodynamic pressure measurement probe shown in 
FIG. 1. 
DETAILED DESCRIPTION OF THE 
INVENTION 
The invention in general is a probe for measuring 
circumferential pressures inside a cavity. The most 
likely fields of application for this probe are in medical 
diagnostic measurements of intravascular pressures and 
evaluations of sphincter closing pressures. 
FIG. 1 shows the preferred embodiment of the inven- 
tion as a urodynamic pressure measurement probe (25). 
Along its length are disposed a multiplicity of deform- 
able wall sensors (15) which typically comprise support 
tube sections (55) with flexible wall sections (56, 16). 
These are arranged along the length of the probe in two 
sections, one just proximal to the tip (13) for the sensing 
of fluid pressure inside the bladder, and five in a sensing 
section (14) which is positioned within the urethra at 
the point at which the urinary sphincter constricts to 
control the flow or urine. The remainder of the length 
of the probe comprises multiple rigid support tube sec- 
tions (10) interspersed with flexible support tube sec- 
tions in the form of bellows (58) to provide flexibility. 
Connections between support tube joints are formed by 
connecting sections (59) and solder. 
In the preferred embodiment all support tubes consist 
of 304 stainless steel, but obviously other materials of 
similar rigidity and elasticity could be substituted. The 
distal end of the probe is terminated by a rounded tip 
(11) which has a central passageway (12) communicat- 
ing with the lumen of a second inner tube (17). The 
entire probe is covered with a thin flexible covering (30) 
which seals the slots (22,24) in the sensors so that fluids 
can not enter the interior of the probe. This covering is 
also sterilizable and non-irritating. 
The second inner tube (17) passes through the lumen 
of the probe (20) and at the proximal end of the second 
tube is a connector (42) suitable for connection to exter- 
nal suction or pressure means such as a syringe. The 
wires (18) which connect the deformable wall sensors 
(15) to external control circuitry (40) also pass through 
the lumen of the probe (20). 
FIG. 2 and FIG. 3 show a typical deformable wall 
sensor (15) with transverse slots (22,23) extending most 
of the way through7EeX@ort tube (55) leaving only a 
narrow bottom segment (57). Also shown is a longitudi- 
B-B' of FIG. 2. 
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mately 0.004 inches when the support tube consists of 
304 stainless steel is effective throughout the expected 
pressure measurement range of zero to 250 centimeters 
of water (cm HzO). 
FIG. 5 shows the arrangement of four strain gauges 
(1,2,3 & 4) on the inner surface of a typical deformable 
wall sensor which has been split along lines A and A of 
FIG. 3 and opened so as to display a two-dimensional 
plan view. One of the connecting wires (44) between 
strain gauges is shown, along with a representative 
external connection wire (46) and the solder joint con- 
nection (48) between the two. 
FIG. 6 portrays a wiring diagram for the urodynamic 
pressure measurement probe (25) showing the positive 
(35) and negative (36) excitation connections and the 
positive (37) and negative (38) signal connections for a 
typical sensor (39). Section (33) portrays the wiring for 
the bladder pressure sensor (13) and suction (34) por- 
trays the wiring for the sphincter pressure sensing sec- 
tion (14). All sensor wires lead to a connection to exter- 
nal control and measurement means (40). In practice, 
these generally comprise a power supply, amplifiers and 
strip chart recorders. However, this invention can also 
be practiced with the external connection (40) being a 
telemetry device transmitting to remote monitoring 
equipment. 
The proximal end of the probe can be terminated in 
any manner appropriate for medical equipment which 
will allow connection of the wires from the sensors to 
be attached to external control and sensing circuitry. 
The inner tube which allows the probe to function as a 
catheter can be terminated in any manner which will 
allow the attachment of devices such as syringes for the 
introduction of substances into the bladder or extraction 
of urine from the bladder via the probe. 
Although specific embodiments of the invention have 
been described herein, they are to be considered exem- 
plary of the novel features thereof and are not exhaus- 
tive. There are obviously many variations and modifica- 
tions of these specific examples that will be readily 
apparent to those skilled in the art in light of the above 
teachings without departing from the spirit or scope of 
the appended claims. It is, therefore, to be understood 
that the invention may be practiced otherwise than is 
specifically described. 
What is claimed as new and desired to be secured by 
Letters Patent of the United States is: 
1. A probe for measuring circumferential pressures 
inside a body cavity comprising: 
a circularly sectioned, longitudinally extended sup- 
port tube, said support tube having an internal 
lumen and an outside wall, said outside wall con- 
sisting of an elastic material, said material capable 
of being deformed by pressures in the range ex- 
pected to exist in the area inside the body cavity 
which is under investigation and tending to return 
to its original configuration once the pressure is 
removed, 
4,873,990 
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at least one deformable wall Sensor along the length 
of the support tube, each such sensor comprising: 
slot means extending through the outside wall of 
lar section is separated from the 
side Of the 
flexible wall section remained attached longitu- 
dinally to the support tube; and 
deformation measurement means such that when 10 
the flexible wall section is displaced inwardly by 
an externally applied pressure and deformed, a 
signal proportional to the degree of deformation 
is produced which is detectable by an external 
sensing means; 
external connecting means for connecting the de- 
formable sensor to an 
means, said external connecting means passing 
through the lumen ofthe Support tube and te-- 20 
nating at a connection with the external sensing 
means; and 
protecting means for protecting sensor components 
from substances in the area inside the body cav- 
ity which is under investigation so that said sub- 25 
stances cannot penetrate the slot means. 
2. A probe as in claim 1 which additionally comprises 
a second tube, said second tube adding the functionality 
of a catheter to the probe, 
said second tube passing through the lumen of the 
said second tube communicating with the area inside 
additional connecting means by wliich the four strain 
gauges are arranged into a four-element resistance 
bridge configuration; and 
means contact the external connecting means. 
4. A probe according to claim 2, which is specifically 
adapted to the anatomy of the urinary tract of a human 
for urodynamic pressure measurement, wherein, 
there is a multiplicity of deformable wall sensors 
having flexible wall areas covering at least 75 per- 
cent of the circumference of the support tube at the 
point at which external pressure is detected so as to 
provide a measurement of true circumferential 
pressure; 
each deformable wall sensor detects pressure differ- 
ences as small as five percent ( 5 % )  in the range 
between Zero cm H20 and 250 cm H20; 
there is a sensing section comprising multiple deform- 
able wall sensors so as to provide several measure- 
ments of urinary sphincter closing pressure over 
the expected length of the sphincter; 
there is an additional sensor positioned at the distal 
end of the probe and separated from the sensing 
section, so that fluid pressure in the bladder of the 
human can be measured while the sensing section is 
positioned in the urethra of the human; 
there is a number of flexible support tube sections 
such that the probe can bend gradually over a 
substantial portion of its length; and 
the protecting means comprises a continuous, flexi- 
ble, tubular covering, said covering sealed to the 
outside of each support tube section so as to close 
all slot means, said covering having an external 
diameter essentially the same as the external diame- 
compressing the flexible wall sections, and said 
covering being non-irritating and impervious to 
bodily fluids. 
5. A urodynamic pressure measurement probe as in 
said second tube being Of a size and constructed Of 40 claim 4, wherein each of the deformable wall sensors 
a flexible wall area formed by two transverse slot 
means spaced longitudinally along the support 
tube, said transverse slot means being connected 
with a single longitudinal slot means positioned so 
as to bisect each of the transverse slot means, 
thereby forming two equal and opposed rectangu- 
lar flexible wall sections, 
strain gauges, two such gauges affixed to the inner 
surface of each of the flexible wall sections; 
additional connecting means by which the four strain 
gauges are arranged into a four-element resistance 
bridge configuration; and 
contact means where the additional connecting 
means contact the external connecting means. 
the support tube so that an essentially rectangu- 'Ontact where the connecting 
5 
tube On three sides* the 
15 
30 
support tube, 
the body cavity which is under investigation, 
of the probe in an attachment means so that said 
second tube can be connected to an external fluid 
exchange means; and 
material suitable for exchanging diagnostic sub- 
stances between the area inside the body cavity 
which is under investigation and the attachment 
means. 
3. A probe as in claim 1, wherein the deformable wall 45 
a flexible wall area formed by two transverse slot 
means spaced longitudinally along the support 
with a single longitudinal slot means positioned so 
as to bisect each Of the transverse 'lot means' 
thereby f o e g  two equal and opposed rectangu- 
lar flexible wall sections; 
deformation measurement means comprising four 55 
strain gauges, two such gauges affixed to the inner 
said second tube t e e a t k g  outside the proximal end 35 ter Of the Support tube SO BS to fit closely yet avoid 
comprise: 
sensor comprises: 
tube, said transverse slot means being connected deformation measurement comprising four 
50 
surface of each of the flexible wall sections; * * * * *  
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